Tricuspid valve-in-valve jailing right ventricular lead is not free of risk.
Transcatheter tricuspid valve in valve (TViV) is increasingly performed on patients with degenerated bioprosthetic valves and elevated surgical risk. Jailing a right ventricular (RV) pacer lead at the time of TViV implantation has been achieved without causing lead dysfunction; however, device-related complications that require lead extraction raise the need for better periprocedural strategies for TViV, in pacer-dependent patients. We describe a case of device pocket infection with incomplete lead extraction, due to a jailed RV lead at the time of TViV.